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Sterilization for Endoscopes
	 CAUTION: Do not use Sterrad NX or 100NX for Intuitive Surgical endoscopes. 

	 CAUTION: Do not immediately cool a hot endoscope after sterilization by exposing it to air or liquid. Sudden temperature 
changes may cause damage to the endoscope.

	 CAUTION: Do not autoclave 8.5 mm or 12 mm Intuitive Surgical endoscopes. Autoclave cycles introduce high temperatures 
and sudden temperature changes, which will cause damage to the endoscope.

Refer to the table below for compatible sterilization methods of Intuitive Surgical endoscopes.

Endoscope Sterilization  
Compatibility Matrix

Sterilization

System Endoscope Autoclave
(Pre-vacuum)

Steris
System 1

Sterrad
50, 100S, 200

EtO*

da Vinci and da Vinci S

12 mm Endoscope �r �r �r

 8.5 mm Endoscope �r �r �r
 5 mm Endoscope�r �r �r �r

da Vinci Si 12 mm Endoscope �r �r �r
	 *See EtO sterilization parameters on page 2.

Note:	Follow the manufacturer’s recommendations for proper sterilization.


